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Abstract
The gold standard tool for measuring periprosthetic bone mineral density (BMD) is dual-energy X-ray
absorptiometry (DXA). However, resolution of the method is limited due to the aggregation of pixel data
into large regions of interest for clinical and statistical analysis. We have previously validated a region-free
analysis method (DXA-RFA) for quantitating BMD change at the pixel level around femoral prostheses.Here,
we applied the DXA-RFA method to the pelvis, and quantitated its precision in this setting using repeated
DXA scans taken on the same day after repositioning in 29 patients after total hip arthroplasty. Scans were
semiautomatically segmented using edge detection, intensity thresholding, and morphologic operations, and
elastically registered to a common template generated through generalized Procrustes analysis. Pixel-wise BMD
precision between repeated scans was expressed as a coefficient of variation %. Longitudinal BMD change
was assessed in an independent group of 24 patients followed up for 260 wk. DXA-RFA spatial resolution
of 0.31 mm2 provided approximately 12,500 data points per scan.The median data-point precision was 17.8%
(interquartile range 14.3%–22.7%). The anatomic distribution of the precision errors showed poorer preci-
sion at the bone borders and superior precision to the obturator foramen. Evaluation of longitudinal BMD
showed focal BMD change at 260 wk of −26.8% adjacent to the prosthesis-bone interface (1% of bone map
area). In contrast, BMD change of +39.0% was observed at the outer aspect of the ischium (3% of bone map
area). Pelvic DXA-RFA is less precise than conventional DXA analysis. However, it is sensitive for detect-
ing local BMD change events in groups of patients, and provides a novel tool for quantitating local bone mass
after joint replacement. Using this method, we were able to resolve BMD change over small areas adjacent
to the implant-bone interface and in the ischial region over 260 wk after total hip arthroplasty.
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Introduction
Prosthesis design influences the local mechanical envi-
ronment within the surrounding bone, resulting in strain-
adaptive bone remodeling (1). Periprosthetic bone loss is a
risk factor for fracture and causes reconstruction chal-
lenges at revision surgery (2,3). The gold standard method
for measuring periprosthetic bone mineral density (BMD)
is dual energy X-ray absorptiometry (DXA) (4–6).A typical
hip DXA scan contains over 10,000 pixel data points, in-
cluding both densitometric and spatial information (7).
However, the resolution of conventional DXA image analy-
sis is limited, as the anatomic location of individual pixels
cannot be mapped longitudinally and between patients due
to variations in patient positioning and anatomy. Pixel BMD
data are aggregated into discrete regions of interest (ROIs)
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to overcome this limitation, with each ROI containing data
from a large set of individual pixels (8,9). This analysis
approach avoids the issue of pixel mapping but results in sub-
stantially reduced spatial resolution, as well as underesti-
mating true local BMD change (6,10).
Advances in image processing, nonrigid registration, and
statistical parametric mapping (11,12) have allowed subtle
spatiotemporal BMD change to be measured at pixel-
level resolution around femoral prostheses (13). This ap-
proach, which we have termed DXA region-free analysis
(DXA-RFA), is built around a combination of principles.
The first is an algorithm to extract a pixel BMDmap from
the DXA scans that is based upon a proprietary BMD
mapping algorithm (APEX 3.2,Hologic Inc.,Waltham,MA,
USA) (13). The second element is an image nonrigid reg-
istration method to allow the anatomic alignment of indi-
vidual pixel data points between independent scans, allowing
point estimates of BMD to be made across both time and
between individuals.This methodology can provide BMD
analysis at a resolution similar to the original scan acqui-
sition.We have previously applied this method to quanti-
tate BMD change around a range of femoral prostheses
and to identify focal areas of BMD change adjacent to the
prosthesis-bone interface (14,15). In this study, we applied
the DXA-RFA method to quantitate pelvic periprosthetic
BMD.We quantified its precision at a pixel level and evalu-
ated its ability to detect longitudinal pelvic periprosthetic
BMD change in patients followed up for 260 wk after total
hip arthroplasty (THA).
Patients and Methods
Participants and Scan Acquisition
All subjects had DXA scans performed after THA for
idiopathic osteoarthritis.All scans were performed as part
of ethics committee-approved studies, for which all sub-
jects had provided written informed consent. Scans were
acquired using a fan-beam densitometer (QDR 4500A,
Hologic Inc.Waltham,MA,USA) in the metal-removal hip-
scanning mode, and according to a standardized protocol
(6). Briefly, pelvic scan acquisition was begun 2 cm below
the lower border of the inferior pubic ramus, using a field
width of 15 cm. The scans were centered so that the ac-
etabular component lay in the center of the field. The ac-
quisition was continued proximally up to 2 cm above the
lower limit of the ipsilateral sacroiliac joint.
Data Extraction, Segmentation, and Calibration
The pelvic DXA-RFA method was implemented using
MATLAB software v7.11.0.584 r2010b (Mathworks, Cam-
bridge,MA,USA).Each scanned image was segmented into
prosthesis and bone compartments using semiautomated
edge detection, intensity thresholding, and morphologic op-
erations, as described previously (13).Manual oversight and
input is required to identify the femoral head, adjust in-
tensity thresholds and complete gaps in the resulting
contours. BMD at each pixel in the bone compartment was
calculated using proprietary Hologic technical informa-
tion under a nondisclosure agreement between the Uni-
versity of Sheffield and Hologic.The pixel BMD data were
then scaled using a calibration factor by regression against
known pixel BMDs of a European Spine Phantom ex-
tracted with the DXA-RFA algorithm and measured using
Hologic APEX 3.2 software.
Template Generation and Image Registration
A series of anatomic landmarks at the obturator foramen
and femoral head were used as reference points for image
alignment. A total of 108 control points were automati-
cally located on the pelvic bone contour on the DXA image,
with 29 of these defining the contour of the acetabular pros-
thesis.The boundaries of the scan analysis area were defined
as follows. The vertical distance between the obturator
foramen center and the femoral head center was defined
as distance “H.”The superior analysis boundary was defined
as 1.6H above the femoral head, with the inferior bound-
ary 1.2H below.The medial boundary was the most medial
edge of the obturator foramen, and the lateral boundary
the outer surface of the iliac wing.
A reference template was then generated using gener-
alized Procrustes alignment (16). Initially, a typical case was
selected as a reference template, and each set of control-
ling landmarks was registered with it to remove the ori-
entation and scale variability. Then, the template was
updated with the average of registered landmark sets.The
algorithm was iterated until convergence to find the ref-
erence template that best fits the series of hip shapes in the
DXA images to be analyzed (Fig. 1A).
Next, each DXA scan was automatically and elasti-
cally aligned to the generated template using thin-plate
splines registration controlled by the extracted anatomic
landmarks (17,18). The resulting transformation mapped
each anatomic point on the DXA image to the correspond-
ing position on the template (Fig. 1B), ensuring images were
standardized to the reference shape with anatomic corre-
spondence throughout all scans (19).
Evaluation of Pelvic DXA-RFA Precision
The precision of the DXA-RFA method was assessed
using repeated DXA scans of the pelvis acquired on the
same day after repositioning in 29 subjects (12 women),
mean age 52 yr (standard deviation [SD] 9.8). Scans were
acquired at a mean of 6 months (SD 3) after THA (6).All
patients received a hybrid replacement, with a cemented
femoral component (Ultima-TPS,DePuy Ltd, Leeds, UK),
and a cementless press-fit acetabular component (Plasma
cup, Braun Ltd, Sheffield, UK). The analytic variability of
the DXA-RFA method (algorithm, template registration,
and operator variability) was assessed by repeat analysis
of identical scans (58 scans in 29 patients; each scan was
analyzed twice). Precision of the method in clinical prac-
tice (patient positioning, analytic and DXA hardware cali-
bration) (20) was quantitated on serial DXA image
Pelvic Periprosthetic BMD Using DXA-RFA 481
Journal of Clinical Densitometry: Assessment & Management of Musculoskeletal Health Volume 20, 2017
acquisitions taken on the same day after repositioning.Clini-
cal precision was calculated for each individual BMD data
point by comparison of each pixel BMD value in the scans
before and after repositioning (n = 29 pairs of scans). To
quantitate the variability attributable to the segmenta-
tion process, a dice similarity coefficient was calculated (21).
This is a spatial overlap index, with 0 indicating no spatial
overlap, and 1 indicating complete overlap. Bone compart-
ment areas between segmentation episodes for identical
scans and bone compartment areas generated at segmen-
tation of repositioned scans were assessed, to define the vari-
ability attributable to operator variability and patient
positioning, respectively.
Quantitating Longitudinal BMD Change Using
DXA-RFA
Quantitation of longitudinal BMD change was as-
sessed using DXA scans acquired from the placebo group
of participants in a previously reported randomized clini-
cal trial of a single infusion of bisphosphonate (pamidronate,
90 mg) after primary THA (22,23). This group comprised
24 patients (12 women), mean age 59 yr (SD 12). All pa-
tients received a hybrid replacement, with a cemented
femoral component (Ultima-TPS, DePuy Ltd, Leeds, UK)
and a cementless press-fit acetabular component (Plasma
cup, B. Braun Ltd, Sheffield,UK), and were mobilized fully
weight bearing on the first or second postoperative day.
DXA scans were acquired at baseline and at weeks 6, 12,
26, 52, 104, and 260.
Statistical Analysis
Precision was calculated using the International Society
for Clinical Densitometry definition (ISCD precision cal-
culator, International Society for Clinical Densitometry,
Middletown, CT, USA) and expressed as a coefficient of
variation (CV%) (24). Longitudinal pixel-level BMD change
vs baseline was analyzed using paired t test to determine
p values, and presented as a heat map of percentage BMD
change vs baseline.All statistical analyses were 2-tailed, and
a false discovery rate analysis was applied to control the
type 1 error rate due to the multiple comparisons (25). Pixels
with significant BMD change are selected at q ≤ 0 05. and
the areal size of BMD change events are reported (15).
Results
Precision of Pelvic DXA-RFA
The DXA-RFA point resolution of 0.31 mm2 resulted
in the analysis of approximately 12,500 BMD data points
per scan. The pixel-level analytic variability of the DXA-
RFA method demonstrated a median pixel CV% of 6.5%
(IQR 4.9%–9.2%). The overall clinical precision of the
method, expressed as median pixel level CV% for the 29
pairs of repositioned patients, was 17.8% (IQR 14.3%–
22.7%; Fig. 2A). The anatomic distribution of the CV%’s
showed poorer precision at the bone borders and supe-
rior precision to the obturator foramen (Fig. 2B).The dice
similarity coefficient in segmented bone area between the
identical scans was 0.99 (IQR 0.98–1), and between repo-
sitioned scans was 0.89 (IQR 0.86–0.91).
Quantifying Longitudinal BMD Change Using
DXA-RFA
Postoperative baseline BMD showed a large variation
across the pelvis, with areas comprising more cortical bone
proximal to the cup being of greater measured density
(Fig. 3). Longitudinal measurement of BMD over 260 wk
follow-up showed a gradual and consistent progression of
periprosthetic BMD change (Fig. 4A–F).However,with false
discovery rate correction, this only became statistically sig-
nificant at week 260.At week 260 a BMD change of −26.8%
(q < 0.05;Fig. 4F) was measured over a small area of the total
Fig. 1. (A) Landmark generation and Procrustes analysis, showing the generation of best-fit template by Procrustes
analysis with 4 example scans. Control points on individual scans and master template are highlighted. (B) Heat map
displaying bone mineral density (BMD, g/cm2) at each pixel for a singular dual-energy X-ray absorptiometry (DXA)
scan before and after elastic registration to the common template.
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bone map (1%) adjacent to the prosthesis-bone interface.
In contrast, BMD change of +39% (q < 0.05) was observed
at the outer aspect of the ischium (3% of bone map
area). No other areas of significant BMD change were
observed.
Discussion
In this study, we applied DXA-RFA method to quan-
titate pelvic periprosthetic BMD, demonstrating that the
methodology is transferable across anatomic sites, albeit
with variations in precision depending on the 3-dimensional
complexity of the shape involved. Using this method, we
were able to anatomically resolve and quantitate pelvic
BMD change at the pixel level in a group of 24 patients
over 260 wk after cementless THA.
The precision of pelvic DXA-RFA was poorer than that
we previously reported for the femur (13.6%, IQR 11.9%–
15.6%) (13). Most of the identified error was preanalytical
and may be a function of between-patient anatomy and
within-patient positioning variability.The semiautomatic seg-
mentation process had a high level of repeatability between
the bone areas of identical scans, and the difference in bone
area between repositioned scans was modest. Pelvic tilt has
been associated with reduced precision in pelvic ROI DXA
analysis (26).This relative imprecision of pelvic vs femoral
analysis is also a feature of conventional DXA using ROI-
based analysis (6,26).
The distribution of longitudinal BMD changes observed
is consistent with Levenston et al’s Finite ElementAnalysis-
based predictions of pelvic BMD change (10).We have pre-
viously shown an increase in femoral trochanteric BMDusing
DXA-RFA (15). Here, using pelvic DXA-RFA, we ob-
served an increase in ischial BMDover 5 yr afterTHA.Both
of these are sites of major muscle attachment around the hip
joint: the greater trochanter for the abductor muscles and the
ischium for the biceps femoris and other hamstring muscles.
Horstmann et al showed increased normalized electromyo-
graphic activity over the gait cycle in both the semitendino-
sus and biceps femoris muscles 26 wk after THA (27). As
muscular activity influences local stress patterns in bone, we
hypothesize that this may provide 1 explanation for the ob-
served increase in ischial BMD in our cohort.This anatomic
localization of the DXA-RFA method improves our capac-
ity to interpret the observed BMD remodeling events as a
Fig. 2. Precision of dual-energy X-ray absorptiometry region-free analysis (DXA-RFA). Precision is expressed as co-
efficient of variation (CV%). (A) Frequency histogram showing distribution of precision values. (B): Anatomic distri-
bution of precision values.
Fig. 3. Baseline bonemineral density (BMD) (g/cm2) and
standard deviation of BMDmade using dual-energy X-ray
absorptiometry region-free analysis (DXA-RFA).
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consequence of biological or mechanical effects that are not
resolved using conventional ROI-based analysis approaches.
Limitations of pelvic DXA-RFA include the morphing of in-
dividual patients’ anatomic data to the common template;
however, this represents a necessary compromise to enable
comparison of BMD change both across time and between
patients.
Conclusions
We have adapted, validated, and applied DXA-RFA to
quantitate pelvic BMD change in high resolution and using
a hypothesis-free approach that is not predicated upon pre-
defined ROIs. Despite the relatively poor pixel-level pre-
cision of the method, DXA-RFA provides temporal and
spatial insight into periprosthetic BMD distribution that
may inform the noninvasive clinical study of innovations
in prosthetic design and surface coatings designed to modu-
late local BMD change and prosthesis osseointegration.
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